Abstract. The influence of the directional coupler on the power calibration results is analyzed synthetically. The calculation method of the coupling parameters and the calculation formula of the equivalent reflection coefficient are given. The coupling parameters of the coupler and the uncertainty of the introduction of the reflection parameters are quantitatively calculated. The reasons for the dispersion of the measured data are analyzed qualitatively.
Introduction
Generally less than 10mW of radio frequency / microwave power called low power, (10mW ~ 10W) of the power known as the power. The most commonly used medium power calibration system is the combination of "low power meter -directional coupler", in which the directional coupler plays a dual role in power transmission and power coupling, which is the main device that affects the measurement result. In this paper, the coupling parameters of the coupler and the uncertainty components introduced by the reflection parameters are quantitatively analyzed by an example of the power calibration system in a directional coupler. The calculation method of the coupling parameters and the calculation formula of the equivalent reflection coefficient are given.
Introduction to calibration systems
In this paper, the medium power calibration system discussed in Figure 1 , the school power is connected to the directional coupler through the arm, the standard power is connected to the coupling arm, making the system output power P2 (10W) traceable to low power standards (1mW). 
Where Kbu and Kbs are the correction factors of the school power station and the standard power block, respectively; Pbu and Pbs are the measured values of the school power station and the standard power block, respectively; 32 3 2 K P P  is defined as the directional coupler port 3 output power P3 and port 2 is the ratio of the output power P2; Γu and Γs are the voltage reflection coefficients of the school power station and the standard power block, respectively; Γ2 and Γ3 are the equivalent voltage reflection coefficients of the directional coupler port 2 and port 3, respectively.
Influence of Coupling Parameters on Calibration Results
The coupling parameter K32 of the directional coupler in equation (1) is pre-calibrated. Because 32 3 2
K P P 
, and P3 and P2 are the output power, so K32 shown in Figure 2 directional coupler three-port network model does not have the corresponding S parameters, cannot be measured directly through the network analyzer, can only be measured indirectly by formula (2): Ideally, K32 should be calibrated at medium power, but requires a special medium power network analyzer, which is difficult for users to obtain; or calibrated with a general network analyzer power extension. [1] provides a calibration method such as Figure 3 shows. The limitation of this method is that only the network analyzer can be calibrated, only the source matching error is corrected. For 10W power, the temperature of the directional coupler is very small, so the general laboratory can calibrate the K32 at low power. In this paper, S31 low-power measurement results and Figure 3 shows the power measurement results were compared, as shown in Figure 4 .
POWER /GHz Figure 4 . Comparison of Low Power and Medium Power Calibration Directional Couplers Solid line in the figure is a small power measurement results, the dotted line is the power measurement results, the maximum difference between the two curves 1.1dB. Taking into account the low power measurement of the network analyzer for the whole two-port calibration, the power measurement is only in response to the calibration, so small power measurement results with a small uncertainty, so this paper select the small power measurement results as directional coupler Calibration data.
According to equation (2), taking into account S31 and S21 are measured with the same network analyzer, so their uncertainty has a strong positive correlation, so the uncertainty is: If the network analyzer gives the Sx1 maximum measurement error is ± 0.1dB, then:
Influence of Reflectance Parameters on Calibration Results
In equation (1) 
Solve the equation group (3), get:
Γ2 is the equivalent reflection coefficient of the directional coupler port 2. Similarly, the equivalent reflection coefficient of port 3 can also be obtained. After a series of derivation, you can get:
It is calculated that the maximum uncertainty of the system mismatch is shown in Fig. 1 .
The effect of directionality on calibration results
When the system was tested for repeatability, it was found that the measurement data in the 4GHz-18GHz band changed greatly after each reconnection of the standard power station and the school power station. The maximum change between the groups was 9.5% and the average change was 5% 5, the data change is much smaller and the maximum change between groups is 0.1%, as shown by the dotted line in Figure 5 , when the power sensor is not reconnected. Figure 5 . Connection repeatability test Further analysis revealed that the poor directionality of the 4 GHz-18 GHz directional coupler increased the dispersion of the measurement data. The net power absorbed by the school power station in Figure 1 can be expressed as:
It can be seen from the formula (5) that when 2  is large, the smaller phase change between 2  and u  will cause a large change in PL when reconnecting. Refer to the device manual, Figure 1 in the 4GHz-18GHz band used directional coupler directional value of 16dB.
Summary
In this paper, the influence of coupling parameters, reflection parameters and directivity on the measurement results in the medium power calibration system based on directional coupler is analyzed. The coupling parameters and the reflection parameters are typically introduced at 0.07 dB and 0.1 dB. The poor directivity of the coupler will increase the voltage reflection coefficient of the output port, and its effect is difficult to calculate accurately. The test data show that the maximum change of the measurement result is 9.5% (0.8dB). The test data show that the influence of the directional coupler is negligible when the directivity of the directional coupler is greater than 20 dB.
